Embolization of a rubber disc from a hemostasis valve: technical note.
After coronary angioplasty, a patient experienced a sudden onset of claudication at the side of the vascular entry. Angiography demonstrated an isolated high-grade stenosis at the bifurcation of the distal popliteal artery. Thrombolysis and angioplasty were unsuccessful. Surgical exploration showed a rubber disc with attached thrombus to be the cause of obstruction.